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AMESSAGE FROM OUR CEO

People have always been our inspiration and reliability is incredibly important
in helping recipients experience a life full of hearing.

| am proud that Cochlear has now provided more than 600,000 implantable
hearing devices to people of all ages across more than 180 countries. When
someone chooses Cochlear, they are choosing a quality partner who will
support their hearing experience over the long term. We strive to continuously
develop new technologies for our recipients, whether their hearing solution
was implanted today or many years ago.

Last year we released the Cochlear™ Nucleus® Profile™ Plus Series Implant
(C1600), providing access to MRI at 1.5 Tesla and 3.0 Tesla, and | am pleased to
see us continuing to deliver the best possible experience for both healthcare
professionals and their patients without sacrificing reliability.

yZz

Dig Howitt
CEO & President
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Cochlear™ Nucleus®
Profile™ Plus

Series implant
Cochlear™ Kanso®

Sound Processor

Cochlear™ Nucleus® 7
Sound Processor

Note: not all products are available in all countries
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ABOUT THIS REPORT

This report provides reliability data for the internal (cochlear implant) and external (sound processor)
components of our Nucleus Implant Systems.

IMPLANT RELIABILITY DATA

The implant data in this report is based on the reporting methodology recommended by International
Standard ISO 5841-2", the reporting principles outlined in the European Consensus Statement on
Cochlear Implant Failures and Explantations® and expert recommendations from the International
Classification of Reliability for Implanted Cochlear Implant Receiver Stimulators.* This report meets the
standards for cochlear implant reliability reporting outlined in these standards.

For implant reliability data based on the reporting standards and methodology recommended by
ANSI/AAMI CI86 - Cochlear implant systems: Requirements for safety, functional verification,
labeling and reliability reporting®, please visit www.cochlear.com/intl.

SOUND PROCESSOR RELIABILITY DATA

The sound processor data in this report meets the reporting standards and methodology recommended by
ANSI/AAMI CI86 - Cochlear implant systems: Requirements for safety, functional verification, labeling
and reliability reporting.®

For the latest sound processor reliability data, please visit www.cochlear.com/intl.
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IMPLANT RELIABILITY



WHY IMPLANT RELIABILITY MATTERS

Longevity is an important factor when choosing an implant, especially if you are choosing for a child. When
considering a cochlear implant, you should have access to the latest data on short and long term reliability,
including success and failure rates for both adults and children.

WHATIS CUMULATIVE SURVIVAL PERCENTAGE (CSP)?

CSP is the metric used in this report to measure implant reliability. CSP provides information regarding the
reliability of each make and model of implant over time.

CSP tells you the cumulative percentage of functioning implants over a given time period. For example, a CSP of
99% after five years means the chance of obtaining continued benefit from the cochlear implant, as described for
its intended use, is 99% after five years. Put another way, the implant is 99% reliable within five years.

CALCULATION OF CSP

In this report, CSP includes both device and accident-related issues.

The reliability calculations used in this report are in accordance with the International Standard ISO 5841-2.%3
They are probability calculations, which use a modified Actuarial Analysis estimator. This data estimates the
probability of survival within a period of time and is represented as CSP.
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HOW ARE THE RESULTS SHOWN?

Whatdatais in
this report?
The data in this report covers the

entire life of implant models and
registered implants* worldwide.

MORE PEOPLE CHOOSE COCHLEAR
THAN ANY OTHER IMPLANT BRAND

OVER4I0,000

REGISTERED COCHLEAR
NUCLEUS IMPLANTS

Number of registered implants - 31 December 2019 WORLDWIDE
Device ApuTs CHILOREN comBINED

Profe”plus 4820 2385 7205

Profie™ 50287 o016 90403

craane 7297 6635 185932

ciso0 15385 507 289

car 18679 34831 53510

crzam (1) wm 750 19522

cizzm 9670 7995 665

Cumulative Survival Percentage (CSP) data for combined adults and children

VEAR 1 2 3 4 5 6 7 8 9 10T 12131 15 16 77 18 19 20 21 22 23 24 25 26 27 28 29 30 3 2

What is combined data?

Combined data is the cumulative
survival percentage of both
adults and children populations
combined.

* An implant is registered with Cochlear when the recipient/clinic/hospital submits the
registration of the implanted device. Implant registrations often lag behind surgery dates.

Nucleus® Implant Reliability
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How are results shown?

Results for adults and children
are shown separately with
95% confidence intervals (})
as stipulated by the consensus
statement.*
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OVER 410,000 REGISTERED COCHLEAR™
NUCLEUS' IMPLANTS WORLDWIDE

Number of registered implants - 31 December 2019

DEVICE ADULTS CHILDREN COMBINED
Profile™ Plus 4,920 2,385 7,305
Profile™ 50,287 40,116 90,403
CI24RE 79,297 116,635 195,932
CI500 15,385 14,507 29,892
CI24R 18,679 34,831 53,510
CI24M (All) 7772 11,750 19,522
Ci22M 9,670 7,995 17,665

Cumulative Survival Percentage (CSP) data for combined adults and children

10 11 12 13 14 15 16 17 18 19 20 21 22 23 24 25 26 27 28 29 30 31 32

Profile
Plus 9997

Profile 99.92 99.88 99.84 99.81 99.81 99.81
CI24RE 999 997 99.6 99.6 99.5 995 99.4 99.4 994 993 99.2 99.2 991 99.0 99.0
CI500 963 939 928 920 913 90.8 90.4 90.0 89.8 89.8 89.7

CI24R 997 995 993 991 989 988 986 985 984 983 982 981 980 979 978 976 975 974 973

Cl24M

(All) 99.4 989 984 982 980 979 977 976 975 973 972 971 971 970 970 969 968 96.8 967 96.6 965 965 96.5

Cl22M 992 986 982 978 975 972 969 967 965 96.2 96.0 957 955 952 95.0 94.8 94.7 945 942 939 93.6 933 931 928 924 920 919 917 913 90.9 90.7 90.7
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Nucleus Implant Reliability

Cumulative Survival Percentage of implants

98
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94 4

92
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PROFILE PLUS 99.97%

PROFILE 99.81% @ Currently available implant @ Previously available implant
. (o]

CI24RE 99.0%

CI24R 97.3%
CI24M (ALL) 96.5%

90 - CIS00° 89.7%

Cl22M 90.7%

REGISTERED IMPLANT DATA FOR COMBINED ADULTS AND CHILDREN AT 31 DECEMBER 2019

*Voluntarily recalled in September 2011.
CSP includes both device and accident-related issues.
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NUCLEUS PROFILE " PLUS SERIES IMPLANT

Number of registered Profile Plus Series Implants - 31 December 2019

ADULTS CHILDREN COMBINED

4,920 2,385 7,305 J

Cochlear's latest implant, the Profile Plus Series, builds on the thin design of the Profile Series Implant
and provides access to MRl at 1.5 Tesla and 3.0 Tesla.

Commercially released in 2019, the Profile Plus Series Implant has delivered 99.97% reliability within one year, with
100% reliability for children within one year.

Profile Plus Series Implant Cumulative Survival Percentage

YEAR 1

Adults 99.96
Children 100.00
Combined 99.97

Cochlear Nucleus Profile Plus Implant with Slim Modiolar Electrode (CI632) P aﬁ_ﬂ
< e

af‘) o 3.9 mm
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Profile Plus Series Implant Reliability

@ Adults @ Children

ADULTS 99.96%

o CHILDREN 100.00%

96
94

92

90 -

99.97% COMBINED CSP

WITHIN ONE YEAR

86

Cumulative Survival Percentage of implants

84

82

80 :
1
Time in years

REGISTERED IMPLANT DATA FOR ADULTS AND CHILDREN AT 31 DECEMBER 2019

Confidence intervals smaller than 0.1% may not be clearly visible in the graphs.
CSP includes both device and accident-related issues.
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NUCLEUS PROFILE SERIES IMPLANT

Number of registered Profile Series Implants - 31 December 2019

ADULTS CHILDREN COMBINED

50,287 40,116 90,403

At only 3.9 mm, the Profile Series Implant was commercially released in 2014 with a thin and discreet design..

The Profile Series Implant has a 99.81% combined Cumulative Survival Percentage within six years.

Profile Series Implant Cumulative Survival Percentage

YEAR 1 2 3 4 5 6

Adults 99.95 99.92 99.89 99.88 99.88 99.88
Children 99.89 99.83 99.78 99.71 99.71 99.71
Combined 99.92 99.88 99.84 99.81 99.81 99.81

Cochlear Nucleus Profile Implant with Slim Modiolar Electrode (C1532)
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Profile Series Implant Reliability

@ Adults @ Children

100 o— —5 o a 8 8
ADULTS 99.88%
98 CHILDREN 99.71%
96
94
92 -

90+ OVER 90,000 DEVICES
IMPLANTED

8- 99.81% COMBINED CSP
WITHIN SIX YEARS

86

Cumulative Survival Percentage of implants

84

82

80

1 2 3 4 5 6
Time in years

REGISTERED IMPLANT DATA FOR ADULTS AND CHILDREN AT 31 DECEMBER 2019

Confidence intervals smaller than 0.1% may not be clearly visible in the graphs.
CSP includes both device and accident-related issues.
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NUCLEUS CI24RE SERIES IMPLANT

Number of registered CI24RE Series implants - 31 December 2019

ADULTS CHILDREN COMBINED

79,297 116,635 195,932

The CI24RE Series is the world's most widely used cochlear implant.”

Released in 2005, it has a 99.0% combined Cumulative Survival Percentage within 15 years.

CI24RE Series Cumulative Survival Percentage

Adults 99.9 99.8 99.7 99.7 99.7 99.6 99.6 99.6 99.5 99.5 99.5 99.4 99.4 99.4 99.4

Children 99.8 99.7 996 995 994 994 993 993 99.2 991 99.0 989 988 987 986

Combined 99.9 99.7 99.6 99.6 99.5 99.5 99.4 99.4 99.4 993 99.2 99.2 991 99.0 99.0

" Based on available data®. MED-EL does not report number of registered cochlear implants.
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CI24RE Series Reliability

96

94 1

92

90+

88 1

86 1

Cumulative Survival Percentage of implants

84

82 -

80

@ Adults @ Children

ADULTS 99.4%
CHILDREN 98.6%

OVER 135,000 DEVICES
IMPLANTED

99.0% CSP WITHIN
13 YEARS

4 5 6 7 8 9 10 n 12 13 14 15

Time in years

REGISTERED IMPLANT DATA FOR ADULTS AND CHILDREN AT 31 DECEMBER 2019

Confidence intervals smaller than 0.1% may not be clearly visible in the graphs.

CSP includes both device and accident-related issues.
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PREVIOUSLY AVAILABLE IMPLANTS



NUCLEUS C1500 SERIES IMPLANT

Number of registered CI500 Series implants - 31 December 2019

ADULTS CHILDREN COMBINED

15,385 14,507 29,892

Released in 2009, the CI500 Series has a combined Cumulative Survival Percentage of 89.7% within 11 years.

The CI500 Series was voluntarily recalled in September 2011.

CI500 Series Cumulative Survival Percentage

Adults 559 93.9 92.8 922 91.7 91.2 90.8 90.5 90.3 90.3 90.3
Children 96.6 94.0 92.7 91.7 91.0 90.3 89.9 89.5 89.3 89.3 89.2
Combined 96.3 939 92.8 92.0 913 90.8 90.4 90.0 89.8 89.8 89.7
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CI500 Series Reliability

® Adults O Children
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REGISTERED IMPLANT DATA FOR ADULTS AND CHILDREN AT 31 DECEMBER 2019

Confidence intervals smaller than 0.1% may not be clearly visible in the graphs.

CSP includes both device and accident-related issues.
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NUCLEUS CI24R IMPLANT

Number of registered CI24R implants - 31 December 2019

ADULTS CHILDREN COMBINED

18,679 34,831 53,510

The CI24R was released in 2000 with perimodiolar (Contour Advance®) and straight electrodes.

Within 19 years, the CI24R implant has a combined Cumulative Survival Percentage of 97.3%.

CI24R Cumulative Survival Percentage

Adults 99.8 996 995 994 993 991 990 989 988 988 987 986 986 985 984 983 982 981 980

Children 997 994 991 990 988 986 984 983 982 981 980 979 977 976 975 972 971 970 969

Combined 997 995 993 991 989 988 986 985 984 983 982 981 980 979 978 976 975 974 973
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CI24R Reliability

® Adults  © Children
100 A

ADULTS 98.0%

98 o o

96 CHILDREN 96.9%

94 4

92 7

90

88

86

Cumulative Survival Percentage of implants

84

82

REGISTERED IMPLANT DATA FOR ADULTS AND CHILDREN AT 31 DECEMBER 2019

Confidence intervals smaller than 0.1% may not be clearly visible in the graphs.
CSP includes both device and accident-related issues.
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NUCLEUS CI24M IMPLANT

Number of registered CI24M implants - 31 December 2019

ADULTS CHILDREN COMBINED
ALL 772 11,750 19,522
POST** 6,071 9,225 15,296

Released in 1997, the CI24M implant was the world's first cochlear implant with a

removable magnet for MRI safety.

Within 23 years, the CI24M implant has a combined Cumulative Survival Percentage of 96.5%.

CI24M Cumulative Survival Percentage

?:lt')lts 998 997 997 996 995 995 994 993 993 992
(C:l'll)dre" 992 983 976 973 970 968 966 964 963 96]
(Cp‘i'l‘)“b'"ed 99.4 989 984 982 980 979 977 976 975 973
Adults 998 997 997 996 995 995 99.4 993 992 992
(Post)

Children 504 986 981 978 975 973 971 969 968 967
(Post)

(C;::tt;'"ed 995 991 987 985 983 982 980 979 978 977

** 'post’ refers to the addition of a structural support component to improve impact strength.
# Individual populations are less than the minimum required for a valid calculation.??
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CI24M Reliability

® Adults (Post) @ Adults (Al) ~ © Children (Post) @ Children (All)
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REGISTERED IMPLANT DATA FOR ADULTS AND CHILDREN AT 31 DECEMBER 2019

Confidence intervals smaller than 0.1% may not be clearly visible in the graphs.
CSP includes both device and accident-related issues.
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B

Number of registered CI22M implants - 31 December 2019 v
3
ADULTS CHILDREN COMBINED ;‘

9,670 7,995 17,665 ——_

Released in 1985, the CI22M implant was the first commercially available multi-channel cochlear implant
in the world.

Within 32 years, the CI22M implant has a combined Cumulative Survival Percentage of 90.7%.

Cl22M Cumulative Survival Percentage

Adults 993 989 987 985 984 982 98] 980 979 976 97.5 973 972 969 967 966

Children 992 983 976 969 965 960 955 952 948 945 942 938 935 933 93.0 928

Combined 992 986 982 978 975 972 969 967 965 962 90 957 955 952 950 948

YEAR 17 18 19 20 21 22 23 24 25 26 27 28 29 30 31 32
Adults %4 92 960 958 956 953 952 947 943 940 939 937 933 929 929 929
Children 926 924 920 917 913 910 908 905 902 897 85 893 888 886 878 #

Combined 947 945 942 939 936 933 931 928 924 920 919 917 913 909 907 907

# Individual populations are less than the minimum required for a valid calculation.??

@ Cochlear Nucleus Reliability Report | December 2019



CI22M Reliability

100 -
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Time in years

REGISTERED IMPLANT DATA FOR ADULTS AND CHILDREN AT 31 DECEMBER 2019

Confidence intervals smaller than 0.1% may not be clearly visible in the graphs.

CSP includes both device and accident-related issues.
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SOUND PROCESSOR RELIABILITY



WHY SOUND PROCESSOR RELIABILITY MATTERS

The reliability of a cochlear implant system depends not only on the implant, but also on the sound processor.
Sound processors are typically used for a number of years, so high reliability enables ongoing access to a consistent
hearing experience.

Sound processors, as an externally worn device, are subject to a range of environmental factors, so it's important to
have access to the latest data on short and long term reliability.

WHAT IS FAILED COMPONENT RETURN RATE (FCRR)?

Failed Component Return Rate (FCRR) is the metric used in this report to measure sound processor reliability. FCRR
provides information regarding the reliability of each make and model of sound processor.

Cochlear tests sound processors that have been returned to determine if they are working and, if not, why they
failed. The FCRR is the percentage of the total number of failed processors received within a month compared to
the total number of the same processor sold by the end of that month.

For example, if 20 faulty sound processors are returned in a month and 10,000 of the same sound processors have
been sold as at the end of the month, the FCRR is 0.2%.
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HOW ARE THE RESULTS SHOWN?

What is Moisture Damage Failure?

A functional failure that is a result of moisture
ingress. This category excludes corrosion and
other similar damage unless it results in a

A functional failure of the electronics or the
electronic assembly.

] : functional failure.

Nucleus 6 Sound Processor - Failed Component Return Rate .

100 : What is Electrical Failure?
I ————————————————————

“19  Oct-19  Nov-19  Dec-19

3

What is Mechanical Failure?

A functional failure resulting from physical
muniiiEEEenEninl ‘ ‘ ‘ ‘ ‘ | ‘ damage caused by mechanical stress, chemical

exposure, or ultraviolet (UV) exposure that is a
result of normal use.

What is Fault-Free data?

A returned device that is found to be fully functional is classified as fault-free. The
device condition might reflect normal wear and tear, such as minor mechanical
damage (including scratches, cracks, and discolouration), corrosion, and/or
moisture damage that did not result in a functional failure.

Jan-19 Apr-19 May-19 Jun-19 Oct-19

Mechanical 0.2% 01% 01% 0.2% 0.2% 0.2% 0.3% 03% 0.2% 0.2% 01% 01%
Electrical 01% 01% 01% 01% 01% 0.2% 0.2% 0.3% 0.2% 0.3% 0.2% 0.2%
Moisture 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
"""""""""""""""""""""""" e lnom Lo L 0o L oom. L ons o n et

Note: data and graphs on this page are for example only. Cochlear Nucleus Reliability Report | December 2019 e



NUCLEUS 7 SOUND PROCESSOR

Released in 2017, the Cochlear™ Nucleus® 7 Sound Processor is our smallest and lightest’
behind-the-ear sound processor with connectivity and control directly from a compatible /
smartphone.”

Nucleus 7 Sound Processor Component Return Rate

Fail mode Jan-18 Feb-18 MEIE] Apr-18 May-18 Sep-18 Oct-18 Nov-18 Dec-18
Mechanical - - 01% 01% 01% 01% 0.2% 0.2% 0.2% 0.2% 01% 01%
Electrical - - 01% 01% 01% 0.2% 0.2% 0.2% 01% 0.2% 01% 01%
Moisture - - 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
Other - - 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
Fault-Free - - 03% 0.2% 0.2% 03% 03% 0.3% 03% 03% 0.3% 0.2%

Fail mode Apr-19 Sep-19 Oct-19 Nov-19 Dec-19
Mechanical 0.2% 01% 01% 0.2% 0.2% 0.2% 0.3% 0.3% 0.2% 0.2% 01% 01%
Electrical 01% 01% 01% 01% 01% 0.2% 0.2% 0.3% 0.2% 0.3% 0.2% 0.2%
Moisture 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
Other 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
Fault-Free 0.3% 0.4% 0.3% 0.3% 0.3% 0.3% 0.3% 0.3% 0.3% 0.3% 0.2% 0.2%

*The Cochlear Nucleus 7 Sound Processor is compatible with Apple and Android™ devices. For compatibility information visit www.cochlear.com/compatibility.
Note: the first device return was received in March 2018
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Nucleus 7 Sound Processor - Failed Component Return Rate

@ Mechanical @ Electrical @ Moisture Damage Other/Unknown

9.0 1

8.0 7

_ NUCLEUS 7
SOUND PROCESSOR
6.0 7 U 3%

591 NERAGE O3
OVER 22 MONTHS

Failed Component Return Rate

3.0

2.0

Jan-18 Feb-18 Mar-18 Apr-18 May-18 Jun-18 Jul-18 Aug-18 Sep-18 Oct-18 Nov-18 Dec-18 Jan-19 Feb-19 Mar-19 Apr-19 May-19 Jun-19 Jul-19 Aug-19 Sep-19 Oct-19 Nov-19 Dec-19
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NUCLEUS KANSO  SOUND PROCESSOR

Released in 2016, the Cochlear Nucleus Kanso® Sound Processor is a simple and discreet
off-the-ear sound processor offering dual microphones.

Nucleus Kanso Sound Processor Component Return Rate

Fail mode Feb-18 MEIE] Apr-18 May-18 Jul-18 Aug-18 Oct-18 Nov-18 Dec-18
Mechanical 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 01% 0.0% 01% 01% 01%
Electrical 0.2% 0.3% 03% 0.2% 0.3% 03% 0.3% 0.3% 03% 03% 0.3% 0.2%
Moisture 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
Other 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
Fault-Free 0.5% 05% 0.6% 0.4% 05% 05% 0.4% 05% 0.5% 0.4% 05% 0.4%

Fail mode

Mechanical 01% 01% 0.0% 01% 01% 01% 01% 01% 01% 0.0% 01% 0.0%
Electrical 0.3% 0.3% 0.3% 0.4% 0.4% 0.4% 0.4% 0.5% 0.4% 0.3% 0.3% 0.2%
Moisture 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
Other 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
Fault-Free 0.5% 0.5% 0.5% 0.5% 0.3% 0.4% 0.4% 0.3% 0.3% 0.4% 0.3% 0.2%
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Nucleus Kanso Sound Processor - Failed Component Return Rate

@ Mechanical @ Electrical @ Moisture Damage Other/Unknown

9.0 1

8.0 7

| NUCLEUS KANSE
" SOUND PROCESSOR
04"
. ERAGE AR
OVER TWO VEARS

Failed Component Return Rate

3.0

2.0

0 e I I I IT11 111 1I' '™

Jan-18 Feb-18 Mar-18 Apr-18 May-18 Jun-18 Jul-18 Aug-18 Sep-18 Oct-18 Nov-18 Dec-18 Jan-19 Feb-19 Mar-19 Apr-19 May-19 Jun-19 Jul-19 Aug-19 Sep-19 Oct-19 Nov-19 Dec-19
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NUCLEUS 6 SOUND PROCESSOR

Released in 2013, the Cochlear Nucleus 6 Sound Processor is a small and light
sound processor featuring SmartSound® iQ sound processing technology and
True Wireless™ connectivity.

Nucleus 6 Sound Processor Component Return Rate

Fail mode Feb-18 MEIE] Apr-18 Jul-18 Oct-18 Nov-18 Dec-18
Mechanical 03% 03% 03% 0.2% 0.2% 0.2% 03% 0.3% 03% 03% 0.2% 0.2%
Electrical 0.5% 0.4% 0.5% 0.5% 0.7% 0.8% 1.0% 0.9% 0.8% 0.8% 0.6% 05%
Moisture 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
Other 0.0% 0.0% 01% 0.0% 01% 01% 01% 01% 01% 01% 01% 0.0%
Fault-Free 03% 02% 03% 03% 03% 0.4% 03% 03% 03% 0.2% 02% 0.2%

Fail mode

Mechanical 0.2% 0.2% 0.2% 0.2% 0.2% 0.2% 0.2% 0.2% 0.2% 01% 01% 01%
Electrical 0.6% 0.5% 0.5% 0.5% 0.6% 0.7% 0.9% 0.8% 0.7% 0.7% 0.5% 0.4%
Moisture 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0% 0.0%
Other 0.0% 0.0% 0.0% 0.0% 01% 01% 01% 01% 01% 01% 0.0% 0.0%
Fault-Free 0.2% 0.2% 0.2% 0.2% 0.3% 0.2% 0.2% 0.2% 0.2% 0.2% 01% 01%

Note: Nucleus 6 Sound Processor data includes both CP910 and CP920 Sound Processor variants.
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Nucleus 6 Sound Processor - Failed Component Return Rate

Failed Component Return Rate

9.0 1

8.0 7

7.0 7

6.0 7

4.0 7

3.0

2.0

@ Mechanical @ Electrical @ Moisture Damage Other/Unknown

NUCLEUS &
SOUND PROCESSOR

0.9"

AVERAGE FCRR
OVER TWO YEARS

TananiBIN0nnnnnnnifiin.,

Jan-18 Feb-18 Mar-18 Apr-18 May-18 Jun-18 Jul-18 Aug-18 Sep-18 Oct-18 Nov-18 Dec-18 Jan-19 Feb-19 Mar-19 Apr-19 May-19 Jun-19 Jul-19 Aug-19 Sep-19 Oct-19 Nov-19 Dec-19

Cochlear Nucleus Reliability Report | December 2019 e



APPENDIX

GRAPHICAL REPRESENTATION OF IMPLANT DATA

Each implant graph represents a type of device based on the receiver/stimulator portion.

RECEIVER/
STIMULATOR

IMPLANTS®

Cochlear™ Nucleus® Profile™ Plus with Contour Advance Electrode (Cl612)
Profile™ Plus Series Cochlear Nucleus Profile Plus with Slim Straight Electrode (Cl622)
Cochlear Nucleus Profile Plus with Slim Modiolar Electrode (C1632)

Cochlear Nucleus Profile with Contour Advance Electrode (CI512)
Cochlear Nucleus Profile with Slim Straight Electrode (CI522)
Cochlear Nucleus Profile with Slim Modiolar Electrode (CI532)
Cochlear Nucleus Profile Auditory Brainstem Implant (ABI541)

Profile Series

Nucleus Freedom® with Contour Advance Electrode
Nucleus Freedom with Straight Electrode

CI24RE Series Cochlear Nucleus Cl422 Cochlear Implant
Cochlear Hybrid™ L24 Cochlear Implant
Cochlear Nucleus CI512 Cochlear Implant

CI500 Series Cochlear Nucleus CI513 Cochlear Implant

Cochlear Nucleus CI55T Double Array Cochlear Implant
Cochlear Nucleus ABI541 Auditory Brainstem Implant

Nucleus 24 with Contour Advance Electrode
CI24R Nucleus 24 with Contour® Electrode
Nucleus 24k with Straight Electrode

Nucleus 24 with Straight Electrode
Cl24M Nucleus 24 with Double Array
Nucleus 24 Auditory Brainstem Implant [ABI]

Cl22M Nucleus 22

* Implant availability varies by market.
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Hear now. And abvays

m Cochlear Ltd (ABN 96 002 618 073) 1 University Avenue, Macquarie University, NSW 2109, Australia Tel: +61 2 9428 6555 Fax: +61 2 9428 6352

www.cochlear.com

Please seek advice from your health professional about treatments for hearing loss. Outcomes may vary, and your health professional will advise you about the factors
which could affect your outcome. Always read the instructions for use. Not all products are available in all countries. Please contact your local Cochlear representative for
product information.
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